
Run Information
Run Name 05-08-2025 Test 78943

Description pTau217 Sample testing

Plate Configuration 96

Protocol Name UltraDetect_pTau217: pTau 217

Sample Count 32

Analysis Date/Time 7/14/2025 12:45:57 PM

Software Version 1.0.0.20

Status In Progress

qPCR Control
Wells H06;H12

Ct 24.98;25.01

Average Ct 24.99

%CV 1.7

Valid True

Flags
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Calibration Curve Results
UltraDetect_pTau217: pTau 217
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Curve Fit Method 4PL
Weighting 1/y²
Bottom (A) 176.7050
Slope (B) 0.9944

768
Top (D) 6736134.6346
R² 1.0000
%Recovery 177

Cal. Name Conc. (pg/
mL)

Rep.
Count

Avg Ct Avg. FRC FRC
%CV

%Yield Avg. Conc.
(pg/mL)

%Recovery Conc.
%CV

Flags

Cal-8 160 2 19.71 1166858 0.1 80.2 159 100 0.2

Cal-7 16.0 2 22.73 143986 3.5 98.9 16.4 103 3.6

Cal-6 1.60 2 26.08 14113 0.9 95.8 1.54 96 0.9

Cal-5 0.160 2 29.19 1634 6.2 100.4 0.159 99 7.0

Cal-4 0.0800 2 30.01 931 8.1 104.1 0.0817 102 10.0

Cal-3 0.0400 2 30.79 543 7.8 101.4 0.0395 99 11.6

Cal-2 0.0200 2 31.36 365 8.9 105.1 0.0202 101 17.3

Cal-1 0 2 32.43 174 13.8 N/A N/A N/A N/A
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Sample Results
UltraDetect_pTau217: pTau 217

Group Name Rep. Count Dil. Factor Avg. FRC FRC
%CV

Avg. Conc. (pg/
mL)

Conc.
%CV

Flags

Control 78943-001 2 4 1115 2.1 0.407 2.5

Control 78943-002 2 4 636 8.9 0.198 12.4

AD 78943-003 2 4 3028 5.7 1.25 6.1

AD 78943-004 2 4 3730 0.5 1.55 0.5

Control 78943-005 2 4 640 4.0 0.200 5.6

Control 78943-006 2 4 570 3.0 0.170 4.3

AD 78943-007 2 4 3627 4.7 1.51 5.0

AD 78943-008 2 4 5889 8.9 2.51 9.2

AD 78943-009 2 4 10344 3.8 4.48 3.9

AD 78943-010 2 4 2199 3.7 0.882 4.1

Control 78943-011 2 4 1128 8.7 0.413 10.4

Control 78943-012 2 4 809 5.3 0.274 6.8

AD 78943-013 2 4 3967 5.4 1.66 5.7

AD 78943-014 2 4 6922 6.5 2.96 6.7

Control 78943-015 2 4 670 12.7 0.214 17.3

Control 78943-016 2 4 744 16.2 0.246 21.4

Group Analyses
UltraDetect_pTau217: pTau 217

Group Sample
Count

Avg. Conc.
(pg/mL)

Conc.
Stdev

Conc.
%CV

Min. Conc. Max.
Conc.

 Median
Conc.

Lower
Quartile

Upper
Quartile

Flags

AD 8 2.10 1.17 55.8 0.882 4.48 1.61 1.44 2.62

Control 8 0.265 0.0948 35.7 0.170 0.413 0.230 0.200 0.307
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